A New Endotracheal Tube Equipped with Side Ports for Topical Anesthesia of the Trachea

To the Editor.—Topical anesthesia of the respiratory passage is useful in reducing the intensity of the tracheal reflex and cough.$^1$ Before insertion of an endotracheal tube (ETT), we often directly apply local anesthetic spray into the trachea or inject a small amount of local anesthetic percutaneously through the cricothyroid membrane. This decreases the duration of circulatory responses to tracheal intubation and enhances tolerance of the tube with less anesthetic drug. However, the duration of its effect is not sufficient (30–45 min with lidocaine$^2$) to prevent noxious stimuli by the ETT placed during surgery or critical care.

We developed a new type of an ETT equipped with two side ports for topical administration of local anesthetics into the trachea (fig. 1). One side port exists 0.5 cm distal to the inflatable cuff of the ETT, and the other side port 0.5 cm proximal to the cuff. Both open outwards to the external wall of the ETT. The side ports are joined to pilot tubes, the proximal ends of which are for infusion of local anesthetics (fig. 2). Thus, topical anesthesia to the distal and/or the proximal portions of the trachea can be applied without disconnecting the breathing circuit.

FIG. 1. A new endotracheal tube with two side ports for topical anesthesia of the trachea.
The Gum-elastic Bougie: Old but Still Useful

To the Editor:—We have observed, during our period of practice of anesthesiology in North America, that an instrument which is considered a part of standard anesthetic equipment at home is not readily available here. We highlight this fact as we think the endotracheal tube introducer,* or gum-elastic bougie, offers advantages over other equipment used in cases of difficult tracheal intubation.

The introducer is 60 cm long and 15 FG in diameter. The tip is angled at 40°, 3.5 cm from the end. It is built up on a woven polyester base that combines both stiffness and flexibility at body temperature. It is easily sterilized, and so can be re-used.

In a situation where visualizing the vocal cords is difficult, the introducer is lubricated, then directed posterior to the epiglottis, with the tip angled anteriorly (fig. 1). Using the introducer as a guide, the endotracheal tube (ETT) is passed over it into the desired position.

Other introducers used inside the ETT have the major disadvantage of being too rigid. Because they need to be angled anteriorly to enable them to be passed into the larynx, it is frequently difficult, if not impossible, to manipulate the tube and introducer off the anterior wall of the larynx and into the trachea. The flexibility of the “gum-elastic” bougie overcomes this problem. This flexibility also makes any damage to the vocal cords or trachea unlikely, as the introducer will bend if undue force is applied in the face of resistance.

* Downs Surgical Inc., Decatur, Georgia

Fig. 1. Bougie directed into trachea. ETT inserted over bougie into position.

Fig. 2. Diagram of a new endotracheal tube with two side ports. (1) A side port 0.5 cm distal to an inflatable cuff. (2) A side port 0.5 cm proximal to an inflatable cuff. (3) An infusion port for infusion of local anesthetics to the proximal portion of the trachea. (4) Pilot tube for the inflatable cuff. (5) An infusion port for infusion of local anesthetics to the distal portion of the trachea.